The error in absorption measurements caused by the use of non-monochromatic light-III Application to linear calibration curves.
When in spectrophotometry the absorption is measured with non-monochromatic light, a curved calibration curve is often obtained. Some errors are introduced if a linear calibration curve is still used. The magnitude of these errors has been calculated.